[Various methods of the practical evaluation of functional possibilities of implanted synchronous cardiostimulators].
Some clinical device for the assessment of the sensitivity of the implanted demand-type cardiostimulator to bioelectric potentials are described. A relationship is demonstrated between the perception of bioelectric noise (muscular potentials) and sensitivity of the cardiostimulator.